[Evaluation of quantification of rheumatoid factor by various methods].
Four methods of turbidimetric immunoassay for rheumatoid factor were compared and evaluated. Big differences were observed among the methods. After resetting parameters more properly and using common standards, the differences were somewhat dissolved, but not completely.